
COMMONWEALTH of VIRGINIA
DEPARTMENT OF FORENSIC SCIENCE

CENTRAL LABORATORY
A Nationaily Acerediled Laboratory

700 NORTH 5TH STREET
RICHMOND, VIRGINIA 23219

(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR II

SERIAL NUMBER: 010575

CERTIFICATION DATE:

DATE RECERTIFICATION DUE:

The above listed instrument was found to meet
Department of Forensic Science as required by
through the use of reference materials supplied

April 23, 2014

October 20, 2014

all requirements for accuracy and performance established by the
§9.1-1101 (B)(3). Measurement traceability is established
by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020 * 0.004 g/210 L

0.080 d 0.004 g/210 L

0.150 ± 0.007 g/210 L

0.250 ± 0.007 g/210 L

The Uncertainty of Measurement is reported at the 99.73°o level of confidence and a coverage factor of k 3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

CITY OF RICHMOND

COMMONWEALTH OF VIRGINIA

The foregqing was acknowledged befo e me this Wday of
• byTimmyL.Neece,Jr.

Teresa J. Brew~JotaryPublic

My commission expires:April 30, 2017

Timmy L. Neece, Jr.
Forensic Scientist



Department of Forensic Science
Breath Alcohol Section

Instrument Maintenance History
1/1/1990 To 4/23/2014

Instrument Serial Number: 010575 As of 23-Apr-14

Maintenance Certification Technician
Date Date Initials Remarks

31-May-13

18-Dec-12 18-Dec-12 HMS (18910)

09-Jul-12 09-Jul-12 HMS (18910)

27-Jan-12 27-Jan-12 HMS (18910)

10-Aug-11 10-Aug-li HMS (18910)

02-Mar-il 02-Mar-il HMS (18910)

14-Sep-10 14-Sep-10 HMS (18910)

09-Mar-10 NMJ (22392)

20-Apr-09

15-Apr-09 15-Apr-09 NMJ (22392)

13-Feb-09 13-Feb-09 DBH (21250)

CERTIFIED.
CERTIFIED, REPLACED DRY GAS STANDARD.

CERTIFIED

CERTIFIED

CERTIFIED, REPLACED DRY GAS STANDARD.

REPLACED DRY GAS STANDARD, CERTIFIED

CERTIFIED

CERTIFIED

REPLACED TANK TOP LID, CERTIFIED.

CERTIFIED.

FIRMWARE/SOFTWARE UPGRADE, CERTIFIED.

CALIBRATED, CERTIFIED AND ACCEPTED.

23-Apr-14

22-Nov-13

31-May-13

22-Nov-13

23-Apr-14 DBH (21250) REPLACED AND TESTED FUEL CELL MODULE. CALIBRATED
AND CERTIFIED.

HMS (18910)

HMS (18910) FIRMWARE/SOFTWARE UPGRADE, CALIBRATED AND

09-Mar-10

20-Apr-09 HMS (18910)
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INTOX ECi’IR II

Instrument Serial Number
Quality Assurance Worksheet

010575 Worksheet Start Date 4/21/2014

Location

Address

DFS-Central

DFS Technician Donald Hall License No. 21250

W Laboratory

Site Specification: No detrimental environmental conditions exist. r

F On-Site

Instrument Barometer (mm HG) 748 Reference Barometer (mm HG) 752

Reference Barometer(RB)Serial # 009109 RB Calibration Due 8/1/2014

Measurement Assurance Check

Standard (sea level)

Precision
0.001

PA Target minimum maximum

sample mm sample max
0,294

Sample 1 0.295
Sample 2
Sample 3 0.294

Standard (sea level)

Precision
0

0.100
PA Target minimum maximum

0.098 0.095
sample mm sample max

0.098

Sample 1 0.098
Sample 2
Sample 3 0.098

Notes:

Dry gas standard Lot No. (with tank no.)

F Replaced dry gas standard (+0-ring)

F Installed at Location

F Remo’~ed to DFS-Central

AG211702-15

Supplies
Mouthpieces
Certificates of Analysis
Operator Worksheet
Other:

Replaced and tested fuel cell module. Date: 4/21/2014 Time: 14:17 Press: 1120 psi Date: 4/22/2014
Time 15:07 Press 1120 psi

Intox EC/lR II QAWorksheet
Issued by Calibration and Training Program Manager

DFS Document 250-Fl 13
Revision 7

0.300 0.295 0.286 0.303

0.295

0.295

0.101

0.098

0.098

Issue Date: 9-December-2013 Page 1 of 2



Instrument Serial Number 010575 Certification Date 4/23/2014

P Calibrated P Certified P Measurement Assurance Check

P Instrument Test r Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0242
0250 0.246 0238 0.253 Sample 2 0.241

Precision sample mm sample max Sample 3 0.241
0001 0.241 0.242

Standard (sea level) PA Target minimum maximum Sample 1 0.145
0 150 0.147 0 142 0.151 Sample 2 0.145

Precision sample mm sample max Sample 3 0.145
0 0.145 0.145

Standard (sea level) PA Target minimum maximum Sample 1 0.078
0.080 0079 0.076 0.082 Sample 2 0 078

Precision sample mm sample max Sample 3 0.078
0 0078 0.078

Standard (sea level) PA Target minimum maximum Sample 1 0.019
t 020 0.020 0.017 0.023 Sample 2 0019

Precision sample mm sample max Sample 3 0.019
0 0019 0.019

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceablity records are located within the Breath Alcohol Section

DFS Technician bDOWJ&f ~a! Date _________________

Issuing Analyst Date Y~

Intox EC/IR II QA Worksheet ~f. DFS Document 250-Fl 13
Issued by Calibration and Trairitng Program Manager Revision 7
Issue Date: 9-December-201 3 Page 2 of 2



Intox EC/IR—TI: Certification

Department of Forensic Science

Test Time: 15:21 EDF

Z ~á9fl~
Exp Date/il/01/2014

213 psi Barometric Py6ssure:
System Check: Pas2t

Test g!210L~Z’Time
DIAG PasgV~ 15:21
ELK 0,MtO 15:22
01K ~~.-4~.249 15:23
ELK 7’~ 0.000 15:24
c,~Z 0.248 15:25

:HK
ELK

fulLED It CAL&BMTf eero~cE ccRr’rsc4rk’/” AfTEQ

tuEL c-~.j.L MorI,ULZ. )fJq
J1’/p~3J) y

flrs°L&c JIU1C

r.t,v’

Serial Number: 010575
Test Date

Lo~ Number:
Tank Pressure:

Test Number: 384
04/22/2014

Technician Initials: DBH
Dry t4a Tcityet: (1.244

2961225012-09
743 mmHg

0.000
0.248
0.000

15:26
15:27
15:28

Success

tanclard Value (at sea level): 0.250 g/210t..

Certification Status: Continued



Intox EC/IR—IT: Certification

Department of Forensic Science
Serial Number: 010575 Test Number: ?sc

Test Date: 04/22/2014 Test Time: 15:31 EDT

Technician Initials: DBK
Dry Gas Target: 0.147

Lot Number: 2951215012—04 Exp Date: ~/U1/”014
Tank Pressure: 674 psi Barometric Pre ure: 743 mmffg

System Check: Passed

Test g/210L P

DIAG Pass 15:31
ELK 0.00 15:32
CHK 0 49 15:33
BLK .000 15:34
CHK 0.149 15:35
ELK 0.000 15:36
C 0.149 15:37

IlK 0.000 l5:~8

Success

S andard Value (at sea level): 0.150 g/210L

CertificaLion Status: Continued

F4cLet 70 c4j,~qrt £c)oeE CERflFWKrICFV ApTE~

f~CfL4c,,vc FUEL- cELt p’iObL}LE

L/ks,J) Y

-f/-“



Jntox EC/IR—Il: Certification

Lot Number
Tank Pressure:

vk31’v

Department of Forensic science
Serial Number: 010575 Test Number: 3frC w/~Y7i7

Test Date: 04/22/2014 Test Time: 1~JD EDT

Technician Initials: Dm17
Dry Gas Target: 0.073Z

0771308012—01 ExpAate: 05/01 /2015
227 psi Baromety≤c: Pressure: 743 inmffg

Sys tern Check :7P~ssed

Test g/7f~L Time
DTAG ~‘~ss 15:41
ELK ,Zo.000 15:42
CH1< 7 0.080 15:42
BLK/’ 0.000 15:44

0,080 15:44
≤LK 0.000 35:45
CHIC 0.080 15:46
BLK 0.000 15:47

Value (at sea level): 0.080 g/2101

Certification Status: Continiieñ

Success

Standard

TO CY31,SMTE

FUEL cfLL !IOX’VLE.

LEFOPE ~EiE’TJpIc4j-/oA~ AfTEA RrPt4cwP



Intog EC/IR—IT; Certification

Test nate: 04/22/2014

Technician Initials:
Dry Gas Target: 0.020

Lot Number: 0771302011—02

(at sea level): 0.020 g/210L

Serial Number: 010575
Department of Forensic Science

Test Number: 387

Tank Pressure:
05/01/2015

743 mraHg

rL./
Test Time: 15:503P.r ‘i%ti7

DEN

Exp Da~x:
281 psi Barometric7tressure:

System Check: Pas/~d

Test g/21Q13 Time
DIAG Pa5t 15:50
ELK ~/boo 15:51
CHK ~~.Z0.020 15:52
ELK .7 0.000 15:53
CHJV 0.020 15:54

0.000 15:55
0-1K 0.020 l5:S6
ELK 0.000 19~7

Standard Value

Stice ess

FAI’LEb

Certification Status: Success

io cAt.~iâtlTC~ ~~g~jpIcñriM/ hf7r~.
flJCL CELL nobvLt z~H

/

RefMcitJe



Intox EC/IR—Il: Calibration

Department of Forensic Science
Serial Number: 010575 Test Number: 388

Test Date: 04/23/2014 Test Time: 12:56 EDT
Dry Gas Target: 0.096

Lot Number: 3441310013-02 Exp Date: 01/01/2016
Tank rres~ure: 1061 psi Barometric Pressure: 748 mmffg

System Check: Passed

Test g/2101.. Time
ELK 0.000 12:57
CM~ 0.098 12:58

Test Status: success

Calibration CRC: 3A660DB9



Intox EC/IR—ti: Certification

Department of Forensic Science
Serial Number: 010575 Test Number: 389

Test Pate: 04/23/2014 Test Time: 13:03 EDT

Technician Initials: DBH
Dry Gas Target: 0.246

Lot Number: 2961225012—09 Exp Date: 11/01/2014
Tank Pressure: 193 psi Barometric Pressure: 748 ramffg

System Check: Passed

Test g/210L Time
DIAG Pass 13:03
BLK 0.000 13:04
CHIC 0.242 13:04
BLK 0.000 13:06
CHIC 0.241 13:06
ELK 0.000 13:07
CHIC 0.241 13:08
ELK 0.000 13:09

Success

Standard Va’ue (at sea level): 0.250 g/210L

Certification Status: Continued



tutox Ett/TR—lI: certification

Department of Forensic Science
Serial Number: 010575 Test Number: 390

Test Date: 04/23/2014 Test Time: 13:12 EDT

Technician Initials: Dliii
Dry Gas Target: 0.14?

Lt Number: 2951215012—04 Exp Date: 11/01/2014
Tank Pressure: 659 psi Barometric pressure: 74? ramlig

System Check: Passed

Test g/210L Time
DIAG Pass 13:13
ELK 0.000 13:13
CHK 0.145 13:14
ELK 0.000 13:15
CHIC 0.145 13:16
ELK 0.000 13:17
CHIC 0.145 13:18
ELK 0.000 13:19

Success

Standard Value (at sea level): 0.150 g/210L

Certification Status: Continued

1-i.—-



Intox EC/TR—tT: Certification

Department of Forensic Science
Serial Number: 010575 Test Number: 391

Test Date: 04/23/2014 Test Time; 13:21 EDT

Technician Initials: DRU
Dry Gas Target: 0.079

Lot Number: 0771308012—01 Exp Date: 05/01/2015
Tank Pressure: 208 psi Barometric Pressure: 747 wroNg

System Check: Passed

Test g/210L Time
flAG Pass 13:22
ELK 0.000 13:23
CHiC 0.078 13:23
BLK 0.000 13:24
CHiC 0.078 13:25
ELK 0.000 13:26
CHiC 0.078 13:27
BLK 0.000 13:28

Success

Standard Value (at sea level); 0.080 g/210L

Certification Status: Continned

1~~~’



Intox EC/IR—It: CertifIcation

Department of Forensic Science
Serial Number: 010575 Test Number: 392

Test Date: 04/23/2014 Test Time: 13:31 EDT

Technician Initials: DBH
Dry Gas Target: 0.020

Lot Number: 07713020r1—02 Exp Date: 05/01/2015
Tank Pressure: 267 psi Barometric Pressure: 746 minffg

System Check: Passed

Test g/210L Time
DIAG Pass 13:31
BLK 0.000 13:32
CR11 0.019 13:33
BLIC 0.000 13:34
CR11 0.019 13:34
BLK 0.000 13:36
CHK 0.019 13:36
BL1( 0.000 13:37

Success

Standard Value (at sea level): 0,020 g/210L

Cettification Status: Success



Intox EC/IR—IX: Accuracy Check -rid
Department of Forensic Science

Serial Number: 010575 Test Number: 393
Test Date: 04/23/2014 Test Time: 13:44 EDT

Dry Gas Target: 0.295
Lot Number: AG322702—09 Exp Date: 08/15/2015

Tank Pressure: 453 psi Barometric Pressure: 74$ mmlig
System Check: Passed

Test g/210L Time
0.000 13:45

CHIC 0.295 13:45
BEaK 0.000 13:47
CHIC 0.295 13:48
BEaK 0.000 13:49
CHIC 0.294 13:50

Test Status; Success

Calibration CRC: 3A6600B9



$11
Intox EC/IR—IT: &fcturacy Check

Department of Forensic Science
Serial Number: 010575 Test Number: 394

Test Date; 04/23/2014 Test Time: 13:56 EDT
Dry Gas Target: 0.098

Lot Number: A0211702-15 Exp Date: 04/26/2014
Tank rre~sure: 208 psi Barometric Pressure: 748 mmffg

System Check: Passed

Test g/210L Time
ELK 0.000 13:57
CHK 0.098 13:57
ELK 0.000 13:59
CHIC 0.098 14:00
ELK 0.000 14:01
CHIC 0.098 14:02

Test Status: Success

Calibration CRC: 3A660DB9



7~1...—

HAIL flflNAtL’) B

21250

01057’S

No Sample

INSTRUMENT TEST

DFS Central Lab

/ 01 / 2014 04 / 2 ‘~ /2014

14:14 EDT

fl4/2~/~’fl1 4

Given

/W 7-ff4E~
‘~iD Wd7’ ftCGVfl’E SffrIrL~c~

bill
Y/z3,,IIY



INSTRUNEI4T, TEST, rps

HALL, DONALD, B DES Ceritral Lab

21250 :10/01/2014 04/23/2014

010575 04/23/2014

14:22 EDT

0.00

~1~t-.~



Test # 00D396 Subject Test
Test Location I Department of

Test Date 23 Apr 2014

Operators Last Name HALL
Agency DFS central Lab

card Serial Number 121250
Subject’s Last Name INSTRUMENT

Subject’s Middle Initial
Driver’s License Number

Driver’s License State
End TimeEnd Date 23Apr2014

Data Type DIAG
Data Type BLI<
Data Type CHK
Data Type BLK
Data Type SUBJ q.
Data Type BLK
Data Type SUBJ
Data Type BLK

Standard Type Dry Gas Std
Standard Lot Number AG211702-15

Tank Pressure 198
Blow Sample Number 1 Blow Duration
Blow Sample Number 2 Blow Duration

Tamper Evident Stamp c512184d
Test Status Success

Test Location 2 Forensic Science
TestTime 14:16

Remote/Local Local
Operator’s. First Name DONALD

Licenñ Number 21250
Effective Date 10/01/2012

Subject’s First Name TEST
Subject’s Date of Birth 00/00/0000

Sample Time
Sample Time
Sample Time
Sample Time
Sample Time
Sample Time
Sample Time
Sample Time

Standard Value 0.098
Standard Expiration Date 04/26/2014

Barometric Pressure 748 mmHg
Blow Volume 1975cc
Blow Volume 2011 cc

IntoxNet•MIs Report
Report Generated 23 Apr 2014 at 14:59

Test Results

~ll

Instrument Serial Number 010575 J
Test Location 3
System Check Passed

14:24

Operator’s Middle Initial B

Expiration Date 10/01/2014

Subject’s Sex Male
Driver’s License Expiration 00/00/0000

court Name DFS
Result Date 23 Apr 2014Result Time 14:22

Sarhple Value Pass
Sample Value 0.000
Sample Value 0.098
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000

Result 0.00
14:16
14:17
14:18
14:19
14:20
14:21
14:22
14:23

3.49 sec
3.60 sec

Test Status code 0

End-of-Blow Time 14:20
End-of-Blow Time 14:22
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